Measurement of spectral reflectance and colorimetric properties of Vita shade guides.
Spectrophotometric measurements were done on Vita shade guides. Three shade guides were spectrally analysed. A model was developed for a standard shade guide that can be used repeatedly employing reflectance spectroradiometers.